MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

‘5,\\ STATE PUBLIG HEALTH LABORATORY
KG1ET) BREATH ALCOHOL PROGRAM { RECEIVED
S¥EEY DATAMASTER MAINTENANCE REPORT

By Carol Day at 9:20 am, Dec 02, 201

J

Camplete this report at the time of the regular monthly preventive maintenance check {not to exceed 35 days).
Complete s raporl whenaver ths instrument Is servicad of repairad and whonover [t Is placed Into sorvico.
Notain the ariginal and send a copy within 15 days o the Breath Alcohat Program, DHSS.

DATAMASTEH 51 HALE OF AGENCY 3 I;A [E OF INSPTUTHH
204066 Phelps Co SO, Rolla ' 11/27/2013
| LCNTIGH G RETROMENT VRER] AN oIy - TWE OF WSPEGTION
2920 North Shamrock Road, Jefferson City ' 15:36

CHECKLIST: Piace a mark in the box by each ltem iHound 1o be salisfactory or  aperaling within established fmils, {Wrile in observed values
where determined.} Unmarkod items must be coifectad belore using Instrument,

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) ' DATE AND Tmé {from printoul) _____11/27/2013 @ 1536
Ml compuTen DETECTOR
Vi PROGRAM FILTERS
] HEATERS SAMPLE CHAMBER ___#50°C @ QuanTz STANDARD
] FLOW DETECTOR CALIBRATION
W PUMP HIGH SPEED PRINTER

[ INDICATOR LIGHTS

W] SIMULATOR SOLUTION SUPPLIER _Guth Laboraforias LOT # 13280 EXP, DATE __10f16/2015

—-  SIMULATORSN ___ DRS37S  EXP. DATE ___ 04/15/2014
CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run throe lesls using a standard solution, Al hrae toste must be within '£5% of the standard valte and must have a spread of 005 or
less. Mark the box coffesponding to the slandard salutien being used, (PRINTOUT ATTACHED) '

Vi 0.100% STANDARD - MUST READ BETWEEN D.045% AND 0.105% INCLUSIVE
[710.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.004% INCLUSIVE
[[1 6:040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST | = 099 C[TEST 2w 099 " |TEST 3w 60

SIMULATOR TEMP (34°C + 0,2°C) _____+34.00°C

PERFORM R.E}. TES‘T (PRINTOUT ATTAGHED)

INBICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS ¢ [(0.04) 0 {.05-,09) D ‘{.10-.14; o (15391 o QVER .19 o

ST ANY 1V PARTS AND DESCRIAE ANY ALTEAATION Gft HODIRGATION THAT ¥/AS MAOE YO RESTONE FHE INSTRUMENT TO OPENATE SATISFAGTONILY AND WITHE COTABLISHED LIvEs
{USE QTHET SIDE iF NECESSARY), :

Replaced flow thermistor block. Cleaned sample cbamber assembly. Secured loose IR source Jamp heat sink on sample chamter, Raplaced lubing along
breath path batween Row thermistor block, five-way valve, and sample chambar. Cleanad printer assembly, Replaced printér ribbon, Catibrated instrument.

INSPECTING OFFICEQ

I si6uATURE > ] PRINT FULL MAME
¥ o) » Py M Dewayne D. Carver
THRE I PERYET NUERREAN :?-_4@ ST ' TELEPHONE KUMBER
230101 " 05/28/2015 (673) 751-4722
HEFUHE COMPLETED HEPORT 7O THE: Breath Alcohaol Program, MO Department of Heallh and Semior Services, Sawheast District Office
2875 James Bivd. -
Poplar Bluff, MO 63901
LS Te F LI RO (?-ifﬁ) ﬁHU)U&ﬁ'mﬂh‘ﬂ]“’lfﬂfm‘&lﬁ’fn‘\L'”l"‘f[ Cey4Gren . . LARNIG

FvEe pited OF a faosfrnay basiy



®
- &P GUTH LABORATORIES, INC.

590 NORTH o7th STREET @ HARRISBURG, PA i7111-4511 @ TELEPHONE: 747-564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13280 of
Alcohol Reference Solution for Simulator were analyzed by
gas éhromatography on October 18, 2013, using a Perkin Elmer Gas
Chiomatograph Autosystem XL S/N: 610N9030209, and found to contain.
0.1217% (w/vol) ethy! alcohol. The expiration date for this lot
number is October 16,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- ,2°C, this solutivn will give a breath slcchol

analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interféring substances.

Ted L.. PauIey,lPreside
GUTE LABORATORIES, INC,

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lot number FNI22211-02 whose
vilues are traceable to NIST.

Atl balances are calibrated annually by an outside agency using NIST traceable weights,
- Calibration verification Is done prior to each use utilizing NIST traceable weights,
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BAC DataMaster
Evidence Ticket

HISSOLURT STATE HIGHWAY PATROL
BAC DATAMASTER SERIAL MUMBER 2adoes
11227013

TESTING OFFICER:
CARYER-DENAYHE-T
QFFICER I.In: Cd4f
FEEMIT MUMBER: 220161
EXFPIRATION TATE: 95-23/1%
MISCELLAMEDUS DATA:
158G YAPDR RCCURACY CHECK
GUTH LAES LOT 13259 EXP 10/16/2815

~—= SUPERVISUR MODE —--

BLAHE TEST . BEE 1%5: 46
THTERMAL =TANDARD YERIFIEL  15:48
ERTERHAL ESTARDARD « B97 1545
BLAMK TEST ' » GG C1Geds
EXTERHRL STANDARD YT 13141
ELAMK TEZT - BB 15:4z
EXTERMAL. ZTAMDART . 180 1542
- BLANME TEET « B 15143
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FACE THIS SIDE DOWN - THIS EDGE IN FIRST

~ BLAMK TEET

~— SUEJECT SAMPLE

FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

MIZSOURI ETATE HIGHWAY PATROL
EAC DATAMASTER SERIAL HUMBER £O4606
112713

ARREET TIME: B@:ron
SUBJECT MAME:
¥
BoE: Bl-91i-01
ZTRTE-D, L. RH7K
ARRESTING QFFICER?
%
OFFICER 1.0.¢ ¥
TESTIHG OFFICER:
CARVER-DEWAYNE-T
OFFICER I.TL: L4
FERMIT HUMBER: 2am1g)
EXPIRATION DATE: 95-22-15
MISCELLAMEOUS DATHA:
RFI TEST
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VERIFIED (5145
« BaE 15145
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